CERTIFICATION PURSUANT TO CPLR 4518 OF RECORDS
MAINTAINED IN THE REGULAR COURSE OF BUSINESS

I, Joshua Vinehout, Supervisor of Public Safety Programs, Office of Public Safety, New
York State Division of Criminal Justice Services, 80 South Swan Street, Albany, New York
122190, having been duly designated and autherized by the Commissioner of the Division of
Criminal Justice Services, do hereby certify and authenticate, as provided by subdivision ¢ of
Raule 4518 of the Civil Practice Law and Rules, that the decument annexed hereto is an exact
copy of an electronic record of the Office of Public Safety which is in my possession, cusfody and
control. This record, once created, is stored in an electronic format that cannot thercafter be
altered or modified.

I further certify that the original electronic record of inspection/maintenance/calibration
of NAT'L PATENT ANALYTICAL SYS, DATAMASTER DMT breath test instrument, serial
number 100290, performed on February 19, 2021 by Office of Public Safety emplovee Jonathan
Mascolo, of which the annexed is an exact copy, was made in the resular course of business of the
New York State Division of Criminal Justice ﬁf:ﬁim& Office of Public Safety, that such record
was made at the time such inspection/ maintenance/calibration was performed or within a
reasonable time thereafter, and further that it is the regular course of the Qffice of Public
Safety's business to make such records at the time such inspection/maintenance /calibration is
performed, or within a reasonable time thercafter, and to provide such instruments records to
the agency that reguested them.

#... Digitally signed under
ESRA by Joshua Vinchout
on 37172024 911 AM

Joshua Vinchout
Supervisor of Public Safety Programs
Office of Public Safety

An Equal Opportunity/Affirmative Action Agency

Alfred E. Smith State Office Bldg. 80 South Swan Street, Albany, New York 12210, http //criminaljustice.ny.gov



BREATH TEST INSTRUMENT
RECORD OF INSPECTION / MAINTENANCE / CALIBRATION

Name of Submitting Agency: Lake Placid Village Police Department
Manufacturer: NAT'L PATENT ANALYTICAL SYS Model: DATAMASTER DMT
Date: February 19, 2021 Serial Number: 100290

Reference Solution Lot Number: 28361
Reference Solution Standard: 0.18 % at 34.0 degrees centigrade

Simulator Temperature

Test Mo Test Result
1 0.097 % 34.00 degrees centigrade
2 0028 % 34.00 degrees centigrade
3 D098 % 34.00 degrees centigrade
4 0.097 % 34.00 degrees centigrade

Reference Solution Lot Namber: 28479

Reference Solution Standard: 0.08 % at 34.9 degrees centigrade

Test Neo Test Result Simulater Temperature
1 34.00 degrees centigrade
2 34.00 degrees centigrade
3 0080% | 3400 degrees centigrads

Reference Solution Lot Number: 20290 k

Reference Solution Standard: 9.180 % at 34.0 degroees centigrade

Test No Test Result Simulater Temperature
4 0.178 % 34.00 degrees centigrade
2 QATT % 3400 degrees centigrade
3 D478 % 34.00 degrees centigrade
4 0178 % 34.00 degrees centigrade

T hereby certity that Uhave performed any necessary maintenance procedures and calibrated
NAT'L PATENT ANALYTICAL SYS breath test instrument model DATAMASTER DMT, serial
number 100299, and have determined that it is accurate and reliable for the determination of ethyi

alcohol in the blood by analysis of the breath. The instrument's test results are recorded above and this
instrument satisfies all limits and standards established by the New York State Commissioner of Health
as enumerated in Part 39, Subchapter D of Chapter 11, TITLE 10 {Heaith) of the Official Compilation of

Codes, Rules and Regulations of the State of New York, (10 NYCRR Part 59) as amended.

1 further certily that 1 made the entries in these records of inspection/maintenance/calibration at
the time that such inspection/maintenance/calibration of the above identified breath test instrument was

performed, or within a reasonable time thereafter.

Performed by: Reviewed by:
Digitally signed under Digitally signed under
o \ . ESRA by Jonathan Mascolo ESRA by Frank Sgarlata
3 . ) 192021 1256 PM on 272372029 1033 AM

Frank Szarlata

Jonathan Mascolo ‘
Breath Analysis Technical Supervisor

Highway Safety Equipment Technician
Breath Analysis Operator Permit # 43339

page 1of 2



BREATH TEST INSTRUMENT
RECORD OF INSPECTION / MAINTENANCE / CALIBRATION

MName of Submitting Agency: Lake Placid Village Police Department
Manufacturer: NAT'L PATENT ANALYTICAL SYS

Model: DATAMASTER DMT

Serial Number: 180290

Date: February 19, 2021

1. General Appearance and conditien of this device T INTERFERENCE
ERROR

2. Check controls and indicators : OK

3. Check breath flow system : QK

4. Check printer aperation — — 1‘ - —— 0K

3. System cycles through all modes 1 OK

6. Record any repairs made to this instrument and list services provided: INSPECTED
INSTRUMENT, CLEANED FILTERS,CHECKED SETUP VOLTAGES PRINT AND
REMOTE OPERATION. PERFORMED CALIBRATION/ADJUSTMENT PROCEDURE,
RAN SUBJECT, TECHNICIAN AND DIAGNOSTIC TESTS, VERIFIED CALIBRATION.

Performed by: Reviewad by,

,  Digitally signed under
ESRA by Frank Sgarlata
~ on 27232021 10:33 AM

T % e Digitally signed under
E e it ESRA by Jonathan Mascolo

on 24972021 1:56 PM
Jonathan Mascole Frank Sgaclata
Highway Safety Equipment Technician Breath Analysis Technical Supervisor

Breath Analysis Operator Permit # 45339

page 2af 2



TECHNICIAN TEST

LAKE PLACID VILLAGE
POLICE DEPT.
DATAMASTER dmt: 100250

Date: 0271872021

QPERATOR NAME:

SJONATHAN M MASCOLD

Permit #: 45338

OUperator Agency/Dept: LAKE PLACID VILL. PD
Reference Standard #: 20381

Hominal = 0.1080 g/210L

BLANK TEST D.00D 08:40
IHRTERNAL STANDARD VERIFIED 08:48
REFERENCE STAMDARD TENP 34.00c
REFERENCE STANDARD D.0B%7 08:41
BLANK TEST D.000 08:42
REFERENCE STANDARD TEMP 34 .00
REFERENCE STANDARD D.0%8 DB8B:42
BLANK TEST 0.000 08:43
REFERENCE STANDARD TEMP 34.00c
REFERENCE STAMDARD 0.098 08:43
BLANK TESY 0.0060 D8:244
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.097 08244
BLANK TEST 0.900 08:45
Average 0975

= P
Std Dev = D.000%
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TECHNICIAN TEST

LAKE PLACID VILLAGE
POLICE DEPT.
DATAMASTER dmt: 100230

Date: 0271842021

LCPERATOR HAME:
JONATHAN M MASTOLD
Permit #: 45339

Operator Agency/Dept: LAKE PLACID VILL.
Reference Standard %: 20470

Nominal = 0.980 gf2i10L

BLANE TEST D.ODO  12:15
INTERNAL ISTANDARD VERIFIED 12:15
REFERENCE STANDARD TREp 34.008c
REFERENCE STANDARD D.BIS A2:15
BLANK TEST D.DOBO  12:186
REFERENCE STANDARD TEMP 34 . 00c
REFERENCE STANDARD D.080 12:1¢
BLANK TEST D.oOBG 12:17
REFERENCE STANDARD TEMp 34.00c
REFERENCE STANDARD D.OBO 12208
BLANK TEST D.8D0 12:18
BEFERENCE STANDRARD TEMP 34.00c
REFERENCE STANDARD D.OBY 12:1%
BLANK TEST DBV 122290

Average = D.0798
Std Dev = 0.000%
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TECHNICIAN TEST

LAKE PLACID VILLAGE
POLICE DEPT.
DATAMASTER dmi: 100290

Date: 0271872021

OPERATOR NAME:

SJONATHAN M MASCTOLO

Pexmit #: 45338

Uperator Agency/Dept: IAXE PLACID VILL. PD
Reference Standard #: 20290

MHNominal = 0.180 g/23101

BLANK TEST D.O000 0B:=54
INTERNAL STANDARD VERIFIED 08:54
REFERENCE STANDARD TEMD 34.80c

REFERENCE STANDARD D.178 08:55
BLANK TEST D.ODO DB:5E
REFERERCE STANDARD TEMP 34.00c

REFERERCE STANDARD D.177 0B:35%
BLANE TEST D.00Y 088237
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.178 08:57
BLANE TEST D.DOD 08B:58
REFERENCE STANDARD TEMP 34.90c

BEFERENCE STANDARD 9.178 ©0£B:58
BLANK TEST D.000 08:5%

Average = D.1778
Std Dev = D.000%
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SERVICE AUTHORIZATION FORM
Highway Safety Technology Unit
80 South Swan Street
Albany, NY 12210
Ph: 518-485-7638 / 518-402-0689
Fax: 518-457-6859

afighi”

THIS FORM IS USED TO AUTHORIZE THE DIVISION OF CRIMINAL JUSTICE SERVICES TO PERFORM SERVICE
ON THE INSTRUMENT ICENTIFIED. THIS AUTHORIZATION MUST ACCOMPANY EACH PIECE OF EQUIPMENT
WHEN IT IS PRESENTED TO THE EQUIPMENT REPAIR CENTER FOR SERVICE. PLEASE SIGN AND DATE
FORM,.

SECTIONI— AGENCY INFORMATION

Hame of Agancy Today's Dute

LAKE PLACID POLICE DEPARTMENT 2-10-2021

v Citty, Hate, 248

2693 MAIN ST LAKE PLACID, NY 12948

Tontsct Parsen Contae Telaphone

CHARLES LANGLOIS DELIVERING-CHAD BLINN @ STATION 518-523-3306

Corttact Emved Best Viay 1o Ranch Yoo Duing Apportmen Derod

blinn@lakeplacidpd.com 518-523-3308

SECTION 11~ INSTRUMENT INFORNMATION

Instrument ?t\%a{mfmum?\%m Lirdhe)
NPASDMT REPCOSIM _ Appled ConcepitsiStalke)  Decatur(Genesis)  KustomiGaglealcon)  MPH AISFST Other:

Mtodal Kariber ) it Sretia) 2
pr*

Benal Murber (T appleabic) Ty of mairtenance (oot anprophee)
At o § Ao 2

[ camvmtoncheck [ mepar

Birel Deseripton of Malluaction

Todecfkeene, eccor™

Lixtall parts, cables andior acoessones bemg submittet. Tuning Torke must scoompany all vadar units {itapplicable). (Please Ciron)
oaTsing: | Radar

| Contral Uni Artennas) Arterna Cablels)

Oter Py o, Conn | Power Cord Forks Other.,

Four o5 an act and Seed of said agency, wigaizelion, W sty end St 1 am duly authesized fo sign seme o

Dute

R 103202 |

Loepected (rsbrameorty Uemned, bl o) Checked Sedup Volfages
Bind oud Remete. opsodbion, Peslotmed Culidner Lionf Adestmert |
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